TF amputasyon nedenleri seviyeleri guduk farkhliklari ve
ozellikleri, TF ampute degerlendirme
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Pelvik tilt kontrolU

e Gudugun olcl sirasinda
pozisyonlanmasinda pelvik tilt
olusununa dikkat edilmelidir.




Pelvik tilt kontrolU

* Ayakta amputasyonlu kalca eklemi

fleksiyon ve ekstansiyon yaparken
sakrum ve pelvis kontrol edilerek

Pelvik tilte gidis olup olmadigina

Bakilmalidir,

Referans
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Kayit altina alinmasi gereken hususlar

* Hastaya ait veriler kaydedilir (Adi/Soyadi, K veya E, Amputasyon tarafi,
Kilosu, Amputasyon nedeni ve tarihi gibi)

 Ampteyi degerlendiren (Prostetist Ortotist) kisi adi, Degerlendirme
tarihi kaydedilir

« Onemli hususlar varsa ayrica belirtilir

* Profesyonelce yaptigl aktiviteler, bos zaman aktiviteleri, gtinltk
aktiviteleri kaydedilir

e GudUk boyu kaydedilir
* NEH ve kas gucu kaydedilir



Kayit altina alinmasi gereken hususlar

e Gudugun yapisi, cildin durumu kaydedilir
 Allerji, enflamasyon gibi durumlar kaydedilir
* Prostetik tasarim ve

* Teknik endikasyonlar kaydedilir

* Soket tipi ve malzeme cesidi kaydedilir

* Diz eklemi ve ayak endikasyonu kaydedilir
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3.0 Patient evaluation after transfemoral amputation

3.1 Patient Evaluation — Check List and Patient Record Sheets, Sheet 1 Patient Evaluation — Check List and Patient Record Sheet, Sheet 2
Patient: Conducted by: Profession: poss. Sports
Name: Master/Prosthetist: Professional activities mainly: Leisure time activities mainky:
First name: Prosthetist: sitting -
DOE: Date: waking
Patient: standing (]
male Q female a - Regional and home environment - Accommodation
Amputation:  right D left D levelismooth a How many stairs / floors have to be
negotiated without a lift?

Weight: kg Height: cm uneven/hilly [ |
= Introductory interview

(emotional / psychological aspects in patients receiving their first - Everyday activities

prosthesis!) Joumney to work [ hobbies / leisure time (means of transport):

- Patient evaluation to be explained to the amputee

- General state of health (problems with heart and/or blood circulation, taking of
medication, accompanying diseases, other disabilities?)

Shopping:

Dependants to look after (children, seniors):
Cause of amputation:

Date of amputation: Clinical examination of the stump:
= Length of the stump
Comments: short (< 1/3) - medium (> 1/3, < 2r3)

long (> 2/3) [

. ¥y oyurr, .
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Patient Evaluation — Check List and Patient Record Sheets, Sheet 3

Development of force still possible

Abduction o 0 20 0 0 s0Q
Adduction o 0 20 0 0 s0Q
Extension o 0 20 0 0 s0Q

Flexion o 0 20 0 0 s0Q

5 normal Movement possible against strong resistance
4 good Movement possible against slight resistance

3 weak Movement possible only against gravity

2 very weak Movement without the impact of gravity

1 trace Activity visible/palpable, movement incomplete
0 nil Complete paralysis, no contraction

Mal-positiocning/contractures  (after the Neutral-Zero Method)

Ab-/adduction ! !

Extension/flexion ! !

Weight bearing capacity of the stump end

none D can make contact D can bear wdghtD
Comments:
Skin
Subcutaneous tissue taut D Soft tissue overhangs/rolls:
normal D Yes D
soft D No D
Scars/keloids No D Discolourations No D
Yes: Yes:
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Patient Evaluation — Check List and Patient Record Sheets, Sheet 4
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Irritations No D Inflammation No D
Yes: Yeas:
Knots No D scaly/dry
Yes: No D
Allergies/others: weeping Yes D
No D
Comments on the skin:
- Prosthetic design:
Shell design EI modular design |:|
Light weight (components) D Others:
Justification:
- Technical indications
Prosthesis intended as: Socket intended as:
Cosmetic substitute D Suction socket D
Interim device D Adhesion contact socket D
Everyday prosthesis (multi- D Contact socket D
functional)
Everyday prosthesis D Ischial support D
(dynamic)
Sport prosthesis D Ischial containment D
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Patient Evaluation — Check List and Patient Record Sheets, Sheet 4

Irritations No D Inflammation  No D
Yes: Yes:
Knots No D scaly/dry
Yes: No D
Allergies/others: weeping Yes D
No EI
Comments on the skin:
- Prosthetic design:
Shell design D modular design D
Light weight (components) D Others:
Justification:
= Technical indications
Prosthesis intended as: Socket intended as:
Cosmetic substitute D Suction socket l:l
Interim device D Adhesion contact socket l:l
Everyday prosthesis (multi- D Contact socket l:l
functional)
Everyday prosthesis D Ischial support l:l
(dynamic)
Sport prosthesis D Ischial containment l:l

Patient Evaluation — Check List and Patient Record Sheets, Sheet 5

Socket material (wood, casting resin, thermoplast, silicone)

Socket properties (flexible/rigid?) and stump end contact:

Technical indication for the knee joint:

Aspects of the stance phase

Monocentric, freely movable

Monocentric, with load-activated friction

Monocentric, manually lockable

With load-activated friction or load-activated blocking

Polycentric

Aspects of the swing phase

Swinging freely with constant axial brake

Mechanical control of the swing phase

Pneumatic control of the swing phase

Hydraulic control of the swing phase

Others:

00000
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Justification:
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Patient Evaluation — Check List and Patient Record Sheets, Sheet 6

Manufacturer of the component:

- Technical indication for the foot

Without joint D Highly flexible {,.energy-saving”) D
Monocentric D Polycentric D
Justification:

Manufacturer of the component:

- Technical indication for additional modules:

Torsion adaptor D Lockable rotator D
Carrying device: D Locking lever:
Justification:

Manufacturer of the component:

- Recommendation for the prosthesis:
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